CERTIFICATION by CUSTODIAN of RECORDS
Tucson Palice Department Crime Laboratory
AN

[ hereby certify that these documents are a true and correct copy of the
periodic mamtenanu: for the Intoxilyzer 5000 Serial Number
f N0ASL _) maintained by the Tucson Police Department

Cume Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R9-14-404.A 3,
for a 0.080AC solution are 0.070AC to 0.090AC.

Date: ’?/I/r'ﬂ'/i-ﬁﬂ' Qalt O lg AC CalZ £ 075 AC

Date: 5 /J-:Zl / 03 Call N’/Fv‘ AC Cal2  AN/4 AC
Date: M / A Cal | AC Cal2 AC
Between the dates of N /Hr and ,N/fq

the instrument was operating properly and accurately.

The mnstrument was taken out of service for repair on 5, AQ / )il
The instrument was returned to service on M

/gut LLM f (]M}S

Jennifer L. Crar:rmbs

3’/15/05"

ADPS QAS Permit # QAS 29886
SUBSCRIBED AND SWORN to before me this /3, day of

"?’}?/1‘._, #2085,
f

2 T FICIAL SEAL
£ “’"m KATHY A. KINNEY
=0\ WOTARY PUBLIC-ARIZONA

25/ PIMA COUNTY Kahe, A Hnmﬂ&n&

e
My Comm. Exp. Sept. 4, 2008 Notary Public

*Includes documents specified in A.A.C. R9-14-404 A6

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information contzined in computer storage devices of the Tucson Police Department,




MEMORANDUM

DATE: May 12, 2005

TO: Whom it may concern FROM: Jennifer L. Coombs 1
Intoxilyzer 5000 QAS =
Tueson Police Department
Crime Lab wl
270 5. Stone Avenue
Tucson, AZ 85701-1917
(520) 791-4494

SUBJECT: Intoxilvzer Out of Service

Intoxilyzer 5000, serial number 64-002505 (#11). was taken out of service for repair on May 12, 2005.

[ cannot testify that it was working properly and accurately between the dates of
April 15, 2005 and May 12, 2005.

This instrument was located at ODM.

Pursuant to section 28-1327, Arizona Revised Statutes, this document 15 a certified duplicate of the information contained in compueter storage
devices of the Tucson Police Department,




THIS REPORT PREPARED BPUHSUANT TO DUTY IMPOSED BY
A.A.C. RB-14-404 (1)

“DCEDUHES
o* \

AGENCY Tucsaon Police Ok SPECIALIST | ﬂ.—-( ¥ (U(_.H" ’_)‘ H HKC!

(Print Name)

INTOXILYZER SERIAL # f&v’-f LEQ&H)" Gi"ﬁ) LOCATION (N

DATE I"-[CL_J_J;' |7 {[ O TIME Y| et
v Display reads “RPADY TO START” or “PUSH BUTTON TO START
TEST..

DIAGNOSTIC TESTS
3. _ DVM Test check. Setting should be betwsen .200 and
.600. Mode selection switch 52 en, 51 and 53 off ar

keyboard menu selection “H”. Reading is NOT STABLE-

Display Test check. Mode selection switch S1 on and §2

- and 53 off or keyboard menu selection "V~.
" Printer Test check. Mode selection switch 51; BZ. 53
off or keyhoard menu seleesticn “pv,
M/f Clock time check. Mode selectien switch 510 on or

hLE

keyboard menu sslaction

fo‘ Date check: Mode selection switch 511 on or kevboard
menmr setactign MEM

QPERATIONAL TESTS
g’ Alecohol free subject Test result 0. A
Error recognition logic system functioning
Invalid test printed
Froper sample reécognition system
Invalid sample printed
Deficlient sample printed

bSR Completeness of sample purge with EDllECtan tube**
Calibration standard 8 AC
Results 0
Instrument operating properly and accuratsly. YES NO

COMMENTS : %?mu&ﬂﬁ{' Eroye E'f ﬁrirmﬂi diﬂﬂnﬂ'fﬁ( C/L‘Lﬂfk‘

— /F ] Mul/f,f 575 [oonbs

0. 8/n alcaoh cofcentration standard collected for subseguent
analysis, **

*WITH OR WITHOUT VAPOR RECIRCULATION AND WITE OR WITHOUT KEYEOQARD
**THIS STEP IS ONLY REQUIRED IF THIS DEVICE IS BEING USED FOR
SAMPLE CAPTURE.

DHS/DSLS/Form C117 (Rev. 7-93)

Pursuant to section 28-1327, Arizona Revised Statutes, this document iz a certified duplicate of the information contained in computer
storage devices of the Tocson Police Department,
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Pursuant to section 28-1327, Arizona Revised Statutes, this document is 2 certified duplicate of the information contained in computer

storage devices of the Tucson Police

Drepartment.



TUCSON POLICE DEPARTMENT 1L
CRIME LABORATORY

INTOXILYZER SERVICE RECORD

N

Date: |~ l\t’L-._r |2, O}LC
QAS: H’Ll'\'\""’-—Cl’ { |"'{‘~.'~s‘x,|r'}‘”‘~; ey LUAD)

Intoxilyzer Serial Number: [/ Y- (6 3NLS C"I"Jf'f \

Reason For Scr'-.fu,e iy 15 N WiC Flk,_ T i/ VoS .:- ¥ n'”JHH ﬁ A1

Nring By digansshe chick n Poicissec Erpe -
1WA fiLf“}mufﬂf‘J.

Date Out of Service: 5 A;)r / el

Calibration Check completed prior to removal from service

Date: NI / H

SQAP completed prior to removal from service

Date: fd / ,‘?’

Corrective Action; E Sent to Applied Electronics

Pursuant 1o section 28-1327, Arizona Revised Statutes, this document is 2 certified duplicate of the information contained in
computer storage devices of the Tucson Police Department.



